MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

/ ALCO SENSOR IV WITH PRINTER MAINTENANCE REPORT RECEIVED
' By Carol Day at 6:43 am, Jan 29, 2015

Complete this report in duplicate at the time of the regular monthly preventative malntenance
Send copy to Department of Health and Senior Services; retain criginal In department file.
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HECKLIST Place a mark in the box by ach item if found to be sa( istactory or if operating within established limits. (Write in observed val-
ues where determined,) Unmarked fems must be corrected before using instrument.

M/ DIGITAL READQUT (ALL ELEMENTS OPERATIONAL) o k

EQ//TEMPEHATURE OF ALCO SENSOR (10°C - 40°C) gt

E{ PRINTER WORKING PROPEALY
) ok

d TIME AND DATE DISFLAYING PRCPERLY 4],
BREATH ALCOHOL ACCURACY STANDARDS
EE( SIMULATOR SOLUTION [:l COMPHESSED ETHANOL-GAS MIXTURE

[2{ STANDARD SUPPLIER {aei Z L, pe 1lm w’ LOT # HQII) exe. DATE [~ 20 -0/,
E( SIMULATOR TEMPERATURE (34°C + 0.2°C) i “ smuLatorsn SDARYY  smuLator exp oate [-/T- p/(

f_?_fCALiBFiATiON CHECK - {ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard solution. All three tests must be within 25% of the slandard value and must have a spread of .005 or

o/ Check the box corresoonding to the standard selulion being used. (PRINTOUT ATTACHED}
m 0.100% STANDARD - MUST READ BETWEEN 0,095% and 0.105% INCLUSIVE
30869 STANBARD—MUST-READ-BETWEEN TD76% and 00847 INCLUSIVE.

00907 STANDARE—MUST-READ-BEFWEEN T TIE and-0:04256-INCLUSIVE
TEST | = O%? | TEST 2 w ‘077 TESTS = 0727

[ rri DETEGTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)
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REFUSALS } {0-.04) {
List any new pans and describe any alteration or modification that was made to restore the instrument t6 operate satis

established limits (use other side if necessary)
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®
{é@ GUTH LABORATORIES, INC.
690 HORTH 8Tth STREET @ MARRISBURG, PA 17111- 4511 © TELEPHONE: H7-564-5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 14030 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography on January 22, 2014, using a Perkin Elmer Gas
Chromatograph Autosystem XL S/N: 610N9030209, and found to contain
0.1215% (w/vol) ethyl alcohol. The expiration date for this lot
number is January 20,2016 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C  +/- .2°C, this solution will give a breath alcohol
analysis instrument reading of 0.100 g/210L +/- 3%,

The alcohol and water used in this solution were

free of test interfering substances.

Ci?j/é/:ég/

Ted L. Pauley, President
GUTH LABORATORIES, INC.

NIST Traceability:
Testing was conducled using Cerilliant Reference Standard lot nuwmber FNI22211-02 whose

valies are traceable to NIST.
Al balances are calibrated annually by an outside agency nsing NIST traceable weights.
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STATE OF MISSOURI -
DEPARTMENT OF HEALTH AND SENIOR SERVICES . 2
BREATH ALCOHOL PROGRAM

PERMIT
TYPE Il
DANIEL ALLEN

is hereby authorized to instruct and supervise operators, train Instructors, inspect, calibrate, perform field service and repairs,
and operate the foilowing breath analyzer(s):

ALCO-SENSOR 1V WITH PRINTER, INTOX EC/IR 11

for the determination of the aleoholic content of biood from a sample of expired air. Permit issued under the provisions of sections
577.020 through 577.041, RSMo and 306.111 through 306.119 RSMo.
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DIRECTOR OF STATE PUBLIC HEALTH LABORATORY

NUMBER 250013 S Hal UM)&M%”
EXPIRES 1/20/2017

HO 520-0271 {510}

pare __ 120200 _

e acting director
DIRECTOR QOF DEPARTMENT OF HEALTH AND SENIOR SERVICES
LAB- (R6-10}

STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

INSTRUMENT OFERATOR CARD

The named cardholder i authorized to operalo an evdantal hreath slcokol
Astrument for the determinaltion of the alcoholic conlent in breelh form of GAPINET er

[l

Operator  ALLEN OANIEL
Pormit No 250018
Date lzgued 1/20/2015  Date Expires 172012017




